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Abstract. This paper presents a comparison of ice water
content (qi) data from a variety of measurement techniques
on the Facility for Airborne Atmospheric Measurements
(FAAM) BAe-146 research aircraft. Data are presented from
a range of cloud types measured during the PIKNMIX ﬁeld
experiment that include mixed-phase stratocumulus, cumu-
lus congestus and cirrus clouds. These measurements cover
a broad range of conditions in which atmospheric ice parti-
cles are found in nature, such as the low-ice-water-content
environments typically found in midlatitude cirrus and the
environments with much higher ice water content often ob-
served in cold convective clouds. The techniques include
bulk measurements from (i) a Nevzorov hot-wire probe,
(ii) the difference between the measured total water content
(condensed plus vapour) and the water vapour content of the
atmosphere and (iii) a counterﬂow virtual impactor (CVI)
(only for cirrus measurements). We also estimate the qi from
integration of the measured particle size distribution (PSD)
with assumptions on how the density of ice particles varies
as a function of size.
The results show that the only bulk ice water content tech-
nique capable of measuring high qi values (several gm−3)
was the method of total water content minus water vapour.
For low ice water contents we develop a new parametrisa-
tion of the Nevzorov baseline drift that enables the probe to
be sensitive to qi ±0.002gm−3. In cirrus clouds the agree-
ment between the Nevzorov and other bulk measurements
was typically better than a factor of 2 for the CVI (qi >
0.008gm−3) and the method of total water content minus
water vapour (qi > 0.02gm−3). Good agreement with the
bulk measurements for all cases could be obtained with the
estimate from the PSD provided that appropriate a priori as-
sumptions on the mass–dimension relationship were made.
This is problematic in the convective clouds sampled because
pristine ice particles, heavily rimed particles and supercooled
liquid drops were all present. In a cirrus case, we show that
using a temperature-dependent mass–dimension relation was
required to match the bulk measurement of qi.
1 Introduction
Clouds exert large impacts on the radiative, thermodynamic
and dynamic processes of the atmosphere. They also play
a key role in the hydrological cycle of the earth–atmosphere
system. Including a realistic representation of the microphys-
ical processes that drive the evolution of clouds and precipi-
tation in numerical weather prediction and climate models is
therefore required. The bulk microphysical schemes that are
typically employed in such models use the ice water content
as a prognostic variable, from which other cloud microphysi-
cal process rates such as the aggregation and fall speed of ice
particles are derived. Errors in the model ice water content
can, therefore, propagate into all aspects of a model’s cloud
parametrisationscheme.Airbornemeasurementsofcloudice
watercontentareakeytoolforassessingtheﬁdelityofmodel
predictions and for developing improvements to the cloud
parametrisation schemes themselves.
A variety of techniques exist to measure ice water content
on airborne platforms, e.g. Davis et al. (2007), Baumgardner
et al. (2011) and Korolev et al. (2013a). These include the
following: (i) techniques whereby ice particles are evapo-
rated in an inlet and the subsequent enhancement to the wa-
ter vapour content is measured, (ii) methods that relate the
power supplied to melt and evaporate ice particles impact-
ing on a hot-wire sensor to the bulk ice water content and
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(iii) integration of the measured ice particle size distribution.
The latter method requires an assumption of how the ice par-
ticle density varies as a function of particle size. The Facil-
ity for Airborne Atmospheric Measurements (FAAM) BAe-
146 research aircraft (http://www.faam.ac.uk) has a compre-
hensive suite of instruments for making cloud microphysics
measurements including the aforementioned ice water con-
tent techniques.
The objective of this paper is to give an overview of
the ice water content measurement capability on the FAAM
BAe-146 aircraft and to compare the different techniques
across a wide range of cloud regimes, including mixed-phase
boundary layer stratocumulus, high-ice-water-content envi-
ronments in cumulus congestus and lower-ice-water-content
environments associated with cirrus clouds. Section 2 gives
a description of the different methods. Section 3 presents
a comparison of the ice water content data from a variety of
research ﬂights undertaken during the PIKNMIX ﬁeld cam-
paign. Section 4 then gives an overview of the performance
of the different ice water content measurements.
2 Measurement techniques
We begin by introducing some terminology that will be used
throughout the manuscript, followed by an overview of the
various ice water content measurement techniques. The total
water content of an air parcel (qt) is given by
qt = qv +ql +qi (1)
= qv +qc,
where the subscripts v, l and i refer to the vapour, liquid
and ice phases. The subscript c refers to the total condensed-
water content, which is the sum of the liquid and ice water
contents.
2.1 Nevzorov hot-wire probe
The Sky Phys Tech Inc. hot-wire Nevzorov probe (Korolev
et al., 1998, 2013a) consists of separate sensors to measure
the bulk total condensed-water content (qc) and the liquid
water content (ql). The qc sensor consists of a heated cone
mounted on a vane which orients the cone opening directly
into the airﬂow. The electrically heated cone is held at a con-
stant temperature, sufﬁcient to melt and evaporate liquid and
ice particles captured in the cone. The cone is the newer,
modiﬁed deep cone which has an opening of 8mm diameter
and an opening angle of 60◦. The deep-cone version has been
shown to have an improved collection efﬁciency compared to
the original shallow-cone version which had an opening an-
gle of 120◦ (Korolev et al., 2013a). The ql sensor consists
of a heated wire wound onto a copper rod which is ﬁxed to
the leading edge of the vane (1.8mm in diameter by 16mm
in length). Liquid droplets impacting either the qc or the ql
sensors should form a thin surface ﬁlm and evaporate fully.
Ice particles, however, tend to break up and fall away from
the convex surface of the ql sensor, although a residual sig-
nal from these ice particles is often observed (Korolev et al.,
1998). In this study we use the data from the ql sensor to
solely identify regions of liquid water.
The bulk water content from the sensors is calculated di-
rectly from the extra electrical energy supplied that is re-
quired for the melting and evaporating processes. As the
heated sensors are exposed to the airﬂow, forced convec-
tive cooling due to the airﬂow over the sensor adds to the
power requirement to melt and evaporate cloud particles. The
forcedconvectivecoolingdependsontheaircraftattitudeand
environmental conditions. A reference sensor, aerodynam-
ically shielded from cloud particles, partially compensates
for this convective cooling and enables the removal of the
dry-air heat-loss term. The lack of full compensation leads
to a “baseline drift” observed on the qc sensor during the
period of a ﬂight. Korolev et al. (1998) showed the effect
of airspeed, temperature and pressure on the baseline drift
and that, in straight and level ﬂight when the environmen-
tal conditions are largely invariant, the probe sensitivity was
±0.002gm−3. During a full ﬂight on the National Research
Council Convair-580 aircraft, they estimated that the base-
line drift of the probe was more typically about 0.035gm−3.
In Appendix A, we show how the qc baseline drift of the sen-
sor on the FAAM BAe-146 aircraft can be parametrised as
a function of environmental variables and that even on a non-
straight and non-level ﬂight, the probe sensitivity can reach
±0.002gm−3.
2.2 Total water probe and WVSS-II
The total water probe is fully described by
Nicholls et al. (1990). Ambient air containing cloud
particles enters an isokinetic inlet. The cloud particles are
then evaporated through heating and mechanical break-up
before the resulting water vapour content of the air is mea-
sured using a fast response Lyman-α absorption hygrometer.
As the cloud particles are fully evaporated by the time they
reach the hygrometer, this equates to a direct measurement
of qt. The total water probe is typically set up to measure
qt in a dynamic range of 0 to 20gkg−1, although this is
adjustable by altering the physical gap between the source
and detector tubes of the hygrometer (Nicholls et al., 1990).
In the absence of any condensed water in the ambient air,
i.e. in clear-air conditions, the total water probe provides
a measurement of qv. The instrument needs to be calibrated
against a reference qv measurement in cloud-free conditions
because the magnesium ﬂuoride windows on the Lyman-α
hygrometer degrade during a ﬂight due to etching on the
surface of the windows by contaminants in the air in the
presence of UV.
In this study, we calibrate the total water probe against
a reference SpectraSensors Water Vapor Sensing Sys-
tems version-2 (WVSS-II) near-infrared tunable diode laser
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absorption hygrometer (see Appendix B for details). The
residual difference in clear air between the two instruments
post calibration varies on a ﬂight-by-ﬂight basis but is typi-
cally between 0.01 and 0.03gm−3. There are two WVSS-II
instruments ﬁtted on the FAAM BAe-146 aircraft. One has
a standard ﬂush inlet and the other a modiﬁed Rosemount
inlet that is mounted on a short pylon so that the inlet is out-
side of the aircraft boundary layer (Vance et al., 2014). Vance
et al. (2014) document the performance of the two WVSS-II
instruments over a large number of ﬂights, ﬁnding that, in
cloud-free conditions, the WVSS-II fed from the Rosemount
inlet is typically in good agreement with a Buck CR2 chilled
mirrorhygrometer(annuallycalibratedattheNationalPhysi-
cal Laboratory, Teddington) in the range 0.1 < qv < 4gm−3
(1σ = 6%). The Rosemount and ﬂush-fed WVSS-II agree
in moist conditions (1σ = 2% at 2gm−3), but the ﬂush-fed
WVSS-II overreads to progressively greater extents in drier
conditions. We therefore utilise the Rosemount WVSS-II for
cirrus cloud measurements where the qv can be low enough
for signiﬁcant biases to exist in the qv measured by the ﬂush-
fed WVSS-II. However, Vance et al. (2014) also show that
the Rosemount-fed WVSS-II can be subject to a high bias
in the presence of liquid water cloud due to the evaporation
of cloud drops in the inlet (example also shown in Fig. 1),
and we therefore use the ﬂush-mounted inlet for the ﬂights
in mixed-phase conditions in this study.
The bulk qc is then simply calculated as the qt from the
total water probe minus the qv from the WVSS-II, hereafter
referred to as the TWP-minus-WVSS-II method. This is sim-
ilar to the method used in Brown and Francis (1995) but has
the advantage of using the same reference qv measurement
for calibrating the total water probe and for providing the in-
cloud measurement of qv.
2.3 Counterﬂow Virtual Impactor
A counterﬂow virtual impactor (CVI) inlet is used to select
cloud particles with a larger aerodynamic diameter than the
cut size, D50. D50 is the diameter at which the collection ef-
ﬁciency of the particles is 50%. These cloud particles are
evaporated into a particle-free dry air stream and the resul-
tant water vapour concentration within the system is mea-
sured using a dual-channel Lyman-α hygrometer. The CVI
inlet and Lyman-α Hygrometer system is very similar to that
used by Noone et al. (1993) to sample cirrus clouds. This
CVI has a blunt-tip geometry with the outer diameter of the
tip being 11mm and the diameter of the inlet 3mm. The inlet
and hygrometer used in this experiment have previously been
ﬂown on a different aircraft and have successfully measured
the properties of boundary layer liquid clouds (Öström et al.,
2000). On the FAAM BAe-146 the inlet is mounted on the
starboard side of the aircraft, close to the fuselage centreline
below the seventh window. The probe arm is angled down so
that the inlet is close to isoaxial when in level ﬂight in the
planetary boundary layer. The small departures from isoaxial
sampling at higher altitude (of the order of 1–2◦) do not ap-
pear to signiﬁcantly affect the data presented in this work.
Particle stop distances (e.g. Laucks and Twohy, 1998) for
unit density liquid spheres, accounting for local air den-
sity, result in a calculated cut size range for this inlet of
4µm≤D50 ≤ 7µm. The CVI tip did not have anti-icing
heaters ﬁtted during the PIKNMIX campaign, and so sam-
pling was not possible in the presence of supercooled liq-
uid. For this study, the measurements are restricted to peri-
ods when the aircraft is sampling cirrus clouds. The blunt tip
may result in a less sharp cut function. This limitation and
the implications of the cut size are discussed in Appendix C.
Water vapour from evaporated cloud particles is mea-
sured within the CVI using a dual-path Lyman-α hy-
grometer (Zuber and Witt, 1987) similar to that used by
Ström et al. (1994). Having a reference channel in addition
to the sample channel avoids the need for absolute calibra-
tion of the hygrometer as the humidity within the instrument
can be determined from ﬁrst principles. The range of qc that
can be measured by the CVI for the ﬂights presented here is
altitudedependentandis0.015 ≤ qc ≤ 0.2gm−3 at2kmand
0.005 ≤ qc ≤ 0.04gm−3 at 8km. The dual-channel conﬁgu-
ration minimises the impact of variable lamp output but the
Lyman-α hygrometer performance is still expected to drift
over time, so a baseline removal procedure is required. The
baselining procedure involves regular zero-checks through-
out a ﬂight. During a zero-check, dry air is directed into both
channels of the hygrometer, and the ratio (“dry ratio”) be-
tween detectors is measured. The procedure to determine the
dry ratio and subsequent calculation of qc is described in de-
tail in Appendix C.
2.4 Integration of the particle size distribution
Whilst not a bulk measure of the ice water content, integra-
tion of the measured particle size distribution (PSD) can be
used to provide an estimate of qi. This requires an implicit
assumption of how the particle density varies as a function
of particle size. This is typically characterized using a mass–
dimension (M–D) relation that takes the generalized form
M = aDb, where a and b are constants. There are a wealth
ofsuchM–D relationsintheliteraturethathavebeenderived
from both observational data sets and from theoretical stud-
ies. These studies show that the parameters a and b can vary
substantially depending on the environmental conditions and
particle habit. For example, Mitchell et al. (1990) presented
M–D relations speciﬁc to various ice-crystal habits, showing
values of b ranging from 1.8 (needles and long columns) to
2.6 (short columns and plates). One therefore has to have an
a priori knowledge of the characteristic particle habit that is
measured in order to choose an appropriate relation.
In this study we will show examples of the qi calculated
from the integration of the measured PSD using M–D rela-
tionsthathavebeenderivedfromdatasetsthatrepresentpris-
tine ice particles and aggregates thereof (Baran et al., 2011;
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Table 1. M = aDb relations used in this study. Those in italic font are representative of pristine ice particles or aggregates. The bold font is
representative of more heavily rimed particles. Two temperature-dependent relations from this study (cirrus ﬂight B672) are also included,
where the constants are C0 = 0.0901, C1 = 0.001449, C2 = 1.9868 and C3 = −0.004059. The unit of temperature, T, is ◦C. ρ0 is a ﬁxed
upper limit on the value of the particle density.
M–D relation a b ρ0 (kgm−3) Validity
Baran et al. (2011) 0.04 2.0 920
Brown and Francis (1995) 0.0185 1.9 920
Cotton et al. (2013) 0.0257 2.0 700
Heymsﬁeld et al. (2010) 0.176 2.2 920
Mitchell et al. (2010) 35.13 2.814 920 D ≤240µm
0.00764 1.805 – D >240µm
This study (ﬂight B672) C0 +C1T 2.1 920 −48 < T < −16◦C
0.0669 2.1 920 T ≥ −16◦C
This study (ﬂight B672) 0.05 C2 +C3T 920 −48 < T < −16◦C
0.05 2.05 920 T ≥ −16◦C
Heymsﬁeld and Kajikawa (1987) 169.593 3.1 –
Brown and Francis, 1995; Cotton et al., 2013; Heymsﬁeld
et al., 2010; Mitchell et al., 2010). We will contrast these
with an M–D relation that is more representative of heavily
rimedgraupelparticles(R4blumpgraupelinHeymsﬁeldand
Kajikawa (1987)) and use the different relations to illustrate
the uncertainties involved in estimating qi from the measured
PSD. When presenting example data in Sect. 3, we will re-
fer to these qi estimates from the integration of the PSD as
either using the ice M–D relations (italic font in Table 1) or
the graupel M–D relation (bold font in Table 1).
A variety of optical particle counters (OPC) and optical
array probes (OAP) mounted on under-wing pylons on the
FAAM BAe-146 aircraft are used to characterise the PSD
over a particle diameter range of 2µm to 6.2mm. The OPCs
used include a Cloud Droplet Probe (CDP) and a Small Ice
Detector Mark-2 (SID-2). For conditions dominated by liq-
uid water droplets, we assume that the particles measured
by the OPCs are spherical. For cases dominated by ice par-
ticles, we assume that the particles are quasi-spherical and
modify the CDP and SID-2 PSD as in Cotton et al. (2013).
The SID-2 data are only used for the measurements in cir-
rus. Data presented from other cloud types in this study had
particle concentrations that were high enough to result in co-
incidence issues in the SID-2 data. The OAPs used are a
Two-Dimensional-Cloud (2D-C) probe and two versions of
the Cloud Imaging Probe (the CIP-15 and CIP-100). A de-
scription of these instruments and the processing of the data
is given in Cotton et al. (2013). The maximum particle size
in the direction parallel to the photodiode array was used for
D. All of the OAP instruments had modiﬁed tips ﬁtted to
the probe arms following the design of Korolev et al. (2011,
2013b) in order to minimise the impact of shattered ice parti-
cle fragments entering the probe sample volume. In order to
combine the data from the different instruments, a compos-
ite PSD is derived following the methodology described in
Cotton et al. (2013).
3 Results
The data presented in this study were obtained during the
PIKNMIX ﬁeld experiment in January and February 2012.
The FAAM BAe-146 aircraft was based at Prestwick air-
port in Scotland, and the scientiﬁc ﬂights were primarily per-
formed over oceanic regions to the north and west of the UK.
A wide range of cloud physics sorties were ﬂown during the
campaign, which provides us with an opportunity to compare
the performance of the different ice water content measure-
ment techniques in a variety of cloud regimes.
3.1 Stratocumulus
Figure 1 shows example data from a run in the upper part
of a mixed-phase low-level stratocumulus cloud deck that
formed during a cold-air outbreak episode to the north of
Scotland (ﬂight B668, 23 January 2012). The cloud top tem-
perature was −11 ◦C and predominantly consisted of super-
cooled liquid droplets. Peak cloud top liquid water contents
of around 0.5gm−3 and typical cloud droplet number con-
centrations of 40cm−3 were measured. Ice particles were
observed in small regions of the cloud layer and ice hydrom-
eteors were observed to precipitate to the sea surface.
The qt measured along the ﬂight track with the total wa-
ter probe and the qv measured with the two WVSS-II in-
struments are shown in Fig. 1a. It is evident that the dif-
ferent WVSS-II instruments respond differently in the liq-
uid cloud layer, with the instrument on the Rosemount in-
let having markedly higher values. This is thought to be
due to cloud droplets evaporating in the Rosemount inlet
due to adiabatic heating of the air, which subsequently leads
to an artiﬁcial enhancement in the qv measurement (Vance
et al., 2014). It is clear from the case presented that close
to complete evaporation of the cloud droplets must have oc-
curred as the Rosemount WVSS-II data are similar to the
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Figure 1. Example data from ﬂight B668 in stratocumulus cloud at a temperature of −9◦C. Panel (a) shows the measured qt from the total
water probe, qv from both WVSS-II instruments. Panel (b) shows the measured qc from the Nevzorov probe and from the TWP-minus-
WVSS-II (ﬂush inlet) method. Also included are measurements of liquid water content from the CDP and Nevzorov ql sensor. Example CPI
imagery in a region containing ice particles is also shown.
qt probe measurement. A slower-response chilled-mirror hy-
grometer (General Eastern 1011B) gives good agreement
with the ﬂush-mounted WVSS-II measurement (not shown).
We therefore utilise the ﬂush-mounted WVSS-II data for
cases where liquid water is present.
The various bulk water content measurements are shown
in Fig. 1b. ql data from the integration of the CDP size dis-
tribution measurement (assuming liquid water drops) is also
shown. The CDP measures particles with diameters between
2 and 50µm, which covers the size range of the liquid cloud
drops. For the majority of the ﬂight track, the cloud is pre-
dominantly composed of liquid water and all of the methods
are in good agreement. However, both the Nevzorov qc sen-
sor and the TWP-minus-WVSS-II methods show enhance-
ments in the water content between 2.5 and 5km along the
ﬂight track when compared to the instruments that only mea-
sure ql. Examination of particle imagery from a SPEC Inc.
Cloud Particle Imager (CPI) Version 1.5 probe shows the
occurrence of mixed-phase conditions in this region of the
cloud. An example image in Fig. 1b shows that aggregates
of irregular crystals and large supercooled drizzle drops are
present. Whilst there is good agreement between the two qc
measurements between 2.5 and 3.5km along the track, the
TWP-minus-WVSS-II method gives peak values approach-
ing 1.1gm−3 between 3.5 and 5km, whereas the Nevzorov
qc measurement peaks at a lower value of 0.45gm−3. The
difference could result from the sample volume of the to-
tal water probe (7.9Ls−1 at 100ms−1) and Nevzorov cone
(5Ls−1 at 100ms−1) being insufﬁcient to obtain a statisti-
cally signiﬁcant sample of the largest ice particles and drizzle
drops that are present. Occasional large particles that are
sampled could, therefore, result in a spike in the data. The
fact that the instruments are not collocated may also con-
tribute to the difference. Both techniques, however, are able
to identify mixed-phase conditions when compared to a bulk
measurement of ql.
3.2 Convective clouds
Data from aircraft penetrations made through mixed-phase
cumulus clouds over the ocean to the north-west of the UK
(ﬂight B667, 22 January 2012) are shown in Figs. 2 and 3.
Cloud bases were at an altitude of about 600m and a tem-
perature of 1 ◦C. The tops of the largest convective elements
reached an altitude of about 4.4km and a temperature of
−24 ◦C. Surface precipitation rates of 1 to 4mmh−1 were
typically observed in the region of the aircraft operations
from a nearby Met Ofﬁce operational weather radar.
Figure 2a shows the total water probe and WVSS-II data
from an aircraft ﬂight leg that intercepted several cumulus
clouds at a temperature of −14.4 ◦C. In clear air the two in-
struments track each other and then diverge when in cloud.
It is evident that the qv in the cloud is typically higher than
the surrounding environment as moister air from below is
transported in the cloud updraught. Evidence of enhanced
humidity halos are seen around some of the cloud edges, for
example at 40km along the ﬂight track where the qv in clear
air is similar to the adjacent in-cloud values.
The corresponding bulk water content measurements are
shown in Fig. 2b. The TWP-minus-WVSS-II method shows
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Figure 2. Example data from cumulus cloud penetrations made during ﬂight B667 at a temperature of −14.4◦C. Panel (a) shows the
measured qt from the total water probe and qv from the WVSS-II instrument. Example CPI imagery is also shown. Panel (b) shows the qc
measured by the Nevzorov probe and from the TWP-minus-WVSS-II method. Also included are measurements of the liquid water content
from the Nevzorov ql sensor. The grey shading shows a range of qi estimates from integration of the measured PSD using a selection of
M–D relations for ice, and the red line shows an estimate of qi using a M–D relation for graupel (see Table 1).
peak qc values of 2 to 4gm−3 in the clouds sampled. The
Nevzorov probes measurement of qc, however, shows much
lower peak values of about 1gm−3. This is likely to result
from the power supplied to the Nevzorov hot-wire cone be-
ing insufﬁcient to melt and then evaporate all of the captured
ice particles. This has been observed in wind tunnel tests
and manifests itself in a pooling of melted water inside the
cone. This liquid water is then subsequently swept out of the
cone into the airﬂow (Korolev et al., 2013a). Examination of
the power supplied to the Nevzorov cone during these cloud
penetrations conﬁrms that it has reached an upper limit (not
shown). Also shown in Fig. 2b, with a grey band, are esti-
mates of qi from the integration of the composite PSD using
a range of M–D relations for pristine ice crystals and aggre-
gates. These habits are representative of the typical particles
found during these cloud penetrations as shown with the ex-
ample particle imagery from the CPI. This grey band gen-
erally spans the measurements made with the TWP-minus-
WVSS-II method and provides additional evidence for the
underestimation in qc from the Nevzorov instrument. An-
other estimate of qi from the PSD, but using an M–D relation
for graupel, gives much higher values than the bulk measure-
ments, illustrating the need to make an a priori assumption on
the particle type when integrating the PSD data. Finally, data
from the Nevzorov ql sensor shows the presence of super-
cooled liquid within the convective clouds, with values of ql
that approach 1gm−3, e.g. at 19 and 61km along the aircraft
track.
A second example from an aircraft run that intercepted
precipitation at cloud base is shown in Fig. 3. In con-
trast to the more pristine ice particles measured higher up
in the clouds (Fig. 2), the leading edge of the precipita-
tion cell at 50km along the run was dominated by heavily
rimed/graupel-type particles as shown in the CPI imagery.
Integration of the composite PSD with the graupel M–D re-
lation gives much better agreement with the bulk qc measure-
ment from the TWP-minus-WVSS-II method than if the ice
M–D relations are used. Again the Nevzorov probe signiﬁ-
cantly underestimates qc in this precipitation cell, and an ex-
amination of the power supplied to the Nevzorov cone in this
time period shows that it has again reached an upper limit
(not shown). There is much better agreement between the
Nevzorov qc sensor and the TWP-minus-WVSS-II methods
in the second precipitation cell at about 107km along the
ﬂight track, where the qc was less than 0.5gm−3 and where
heavily rimed particles were not observed in the particle im-
agery. It is interesting to note that the TWP-minus-WVSS-II
methodisabletocapturethiswell,eventhoughthesurround-
ingqv variationsareaboutafactorof3–4largerthanthepeak
qc.
3.3 Cirrus
Data are presented from measurements made in midlatitude
stratiform cirrus located ahead of a surface warm frontal
feature to the north-west of the UK (ﬂight B672, 30 Jan-
uary 2012). The aircraft descended in a race-track pattern
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Figure 3. As Fig. 2 but showing measurements in precipitation at cloud base made during ﬂight B667 at a temperature of −1.3◦C.
through the cloud layer from the cloud top region (tem-
perature of −48 ◦C) to near the cloud base (temperature of
−9 ◦C) whilst drifting with the horizontal wind. The average
descent rate of the aircraft was chosen to be comparable to
the typical mass-weighted mean fall speed of the ice parti-
cles (approximately 0.5ms−1). The ﬂight pattern attempted
to target a region of enhanced qi and follow this population of
ice particles as they fell through the more widespread cirrus
cloud.
Figure 4 shows an illustrative subset of this data taken in
the middle of the cloud layer between temperatures of −27
and −19 ◦C. The qv measured with the WVSS-II is observed
to increase by 0.54gm−3 during this period, which is about
a factor of 3 higher than the corresponding peak qi in the
cloud. The WVSS-II with the Rosemount inlet is used be-
cause it has been shown to perform better than the standard
ﬂush inlet at the drier humidities encountered at the top of the
cloud layer (qv of 0.05gm−3) (Vance et al., 2014). It is clear
from Fig. 4a that in regions of low qi the qt measured with
the total water probe tracks the general increase in qv dur-
ing the descent. The qi estimated from the 5s time-averaged
PSDs is shown with a grey band in Fig. 4b. This band spans
the variability that results from the integration of the PSD
with the different M–D relations for ice particles described
in Sect. 2.4. The example imagery from the CPI shows that
pristine ice particles and aggregates thereof are dominant.
Also shown are data from the different bulk estimates of qi.
For all of the bulk ice water content methods, a 5s boxcar
smoothing has been applied to the data for comparison. The
gaps in the CVI data are where the instrument was zeroed.
The enhanced qi regions correspond to times when the air-
craft intercepted the ice particle fall streak as it descended
through the cloud layer. It is evident that all of the techniques
are in general agreement and capture the same structure seen
in the time series of qi.
Figure 5 compares the Nevzorov qc sensors bulk qi mea-
surement (there was no liquid water present and so qc = qi)
against the other techniques from the complete 3.5h race-
track descent through the cirrus cloud. Each ﬁlled circle
represents the median value and the vertical bars the 25th
to 75th percentile range from 10min of ﬂight data. Above
about 0.02gm−3 the TWP-minus-WVSS-II method is in
good agreement with the Nevzorov data. Below this value
there is a rapid drop-off in the qi derived from the total wa-
ter probe and WVSS-II. The data also become much noisier
at these lower qi values as is evident from the larger ver-
tical bars representing the 25th to 75th percentiles of the
data. A large component of this represents scatter in the data
around the zero-qi line that results from deriving the qi from
the difference between the two instruments. This scatter can
also be seen in the time series data presented in Fig. 4. It
is also similar to the residual found between the two instru-
ments in clear air as shown in Appendix B. We therefore ﬁnd
that the TWP-minus-WVSS-II method should only be used
for qi values in excess of 0.02gm−3. In contrast, the CVI
data are in fairly good agreement with the Nevzorov mea-
surement for qi values in excess of 0.008gm−3. There is
a tendency for the CVI to give higher values than the Nev-
zorov probe at qi values in excess of 0.03gm−3, but the two
techniques generally give agreement to within 50%. Further
examination of the data at lower ice water content values is
given below. Finally a range of qi estimates from the integra-
tion of the PSD using a selection of ice M–D relations from
the literature is shown with the grey shading. These all tend
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Figure 4. Example data from a race-track descent made in cirrus cloud during ﬂight B672 between temperatures of −27 and −19◦C. Panel
(a) shows the measured qt from the total water probe and qv from the WVSS-II instrument. Panel (b) shows the qi from the Nevzorov
qc sensor, data from the TWP-minus-WVSS-II method and data from the CVI. The grey shading shows a range of qi estimates from the
integration of the measured PSD using a selection of M–D relations for ice (see Table 1). Example CPI imagery is also shown.
to give good agreement with the Nevzorov data atqi values in
excess of about 0.02gm−3. Below this value the PSD gives
signiﬁcantly higher values than the bulk measurements.
This is examined further in Fig. 6b which shows the ra-
tio of the Nevzorov qi to the PSD qi estimate as a func-
tion of temperature. Again the grey shading shows the vari-
ability from the selection of ice M–D relations. It is evi-
dent that good agreement is seen at temperatures warmer
than about −25 ◦C. At colder temperatures higher up in
the cloud layer the integrated PSD overestimates the qi.
This suggests that an altitude-dependent M–D relation is
required to match the bulk measurements of qi throughout
the depth of the cirrus, which we parametrise as a function
of temperature. Following Heymsﬁeld et al. (2007), we de-
rive a temperature-dependent value of the a coefﬁcient in the
M–D relation whilst assuming a constant value of the b co-
efﬁcient. For each circuit of the race-track descent through
the cloud layer, we ﬁx b = 2.1 and vary a to ﬁnd the best
agreement with the Nevzorov data. The best-ﬁt value of a is
shown in black in Fig. 6a as a function of temperature. There
is a linear dependence of a for −48 < T < −16 ◦C given
by a = C0 +C1T, where the constants are C0 = 0.0901 and
C1 = 0.001449. At temperatures warmer than −16 ◦C no ob-
vioustrendina isobserved,andweﬁxa atavalueof0.0669.
We also derive a second M–D relation that ﬁxes a = 0.05
and varies b to ﬁnd the best agreement with the Nevzorov
data. This is shown in red in Fig. 6b. Again there is a linear
dependencefortemperaturescolderthan−16 ◦Cthatisgiven
by b = C2+C3T, where C2 = 1.9868 and C3 = −0.004059.
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Figure 5. A comparison of Nevzorov data against the other qi mea-
surement techniques. The TWP-minus-WVSS-II method is shown
in red, the CVI in blue and the integration of the PSD using the
temperature-dependent relation M = 0.05Db(T) from this study in
green(seeTable1).ThedataarefromﬂightB762incirruscloudbe-
tween temperatures of −48 and −9◦C. Each ﬁlled circle represents
the median value and the vertical bars the 25th to 75th percentile
range from 10min of ﬂight data. The dark/light grey shading spans
the extremities of the median/interquartile range when integrating
the PSD using a selection of other temperature-invariant M–D rela-
tions for ice (see Table 1). The solid line is the 1 : 1 line. The dashed
lines represent agreement to within a factor of 1.5.
At temperatures warmer than −16 ◦C we ﬁx b at 2.05. Ap-
plying either of these temperature-dependent M–D relations
to the PSD data results in much better agreement with the
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Figure 6. Panel (a) shows two temperature-dependent M–D re-
lations for ﬂight B672. The ﬁlled circles are the median and the
vertical bars the interquartile range from each 5s PSD in different
temperature ranges. The black data vary the a coefﬁcient and ﬁx
b = 2.1. The red data vary the b coefﬁcient and ﬁx a = 0.05. The
solid lines are a ﬁt to the data (see Table 1). Panel (b) shows the
ratio of the qi measured with the Nevzorov probe to that from the
integration of the PSD using the two temperature-dependent M–D
relations(samecoloursasinpanela).Eachcirclerepresentstheme-
dian value and the vertical bars the interquartile range from 10min
of ﬂight data. The dark/light grey shading spans the extremities of
the median/interquartile range when integrating the PSD using a se-
lection of temperature-invariant M–D relations for ice from the lit-
erature (see Table 1).
Nevzorov bulk measurement. This is shown as a function
of both qi in Fig. 5 (green symbols) and temperature in
Fig. 6b (black/red symbols). We note that one could choose
different ﬁxed a and b coefﬁcients and derive equally valid
temperature-dependent M–D relations which also result in
a good ﬁt to the data. The objective here is to illustrate that
the application of temperature-invariant M–D relations to
the PSD is unable to reproduce the observed bulk measure-
ment of qi.
In addition to the data from B672, a comparison of the
CVI and Nevzorov probe measurement of qi from three other
ﬂights in midlatitude cirrus clouds are shown in Fig. 7. The
typical qi values measured during these additional ﬂights are
lower than the TWP-minus-WVSS-II method can resolve,
and so those data are not presented. Flight B669 (24 Jan-
uary 2012) was another race-track descent through a 3.6km
deep stratiform cirrus layer, although the peak qi measured
was a factor of 10 lower than on ﬂight B672. Flight B671
(29 January 2012) made some measurements within a cloud
band associated with a warm front to the north-west of the
UK. Flight B673 (1 February 2012) made measurements in
a thin cirrus layer over Scotland ahead of a surface cold
frontal feature. There is generally good agreement (within
a factor of 2) between the 1Hz CVI and Nevzorov data
across all of the cirrus measurements for qi > 0.008gm−3.
For lower ice water contents, the CVI tends to underestimate
qi due to the lower detectable limit of the hygrometer in the
CVI (see Appendix C).
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Figure 7. A comparison of 1Hz Nevzorov data and CVI qi mea-
surements in midlatitude cirrus clouds. The solid line is the 1 : 1
line, and the dashed lines represent a factor-of-2 difference between
the measurements.
4 Conclusions
We presenta comparisonof icewater contentdata using ava-
riety of measurement techniques on the FAAM BAe-146 re-
search aircraft. These include evaporative techniques using
a CVI and a TWP-minus-WVSS-II water vapour method,
a hot-wire technique using a Nevzorov qc sensor and tech-
niques based on integration of the measured PSD. Examples
are shown from research ﬂights that sampled a variety of
cloud types during the PIKNMIX ﬁeld campaign. The CVI
data are only available for the cirrus measurements because
the unheated inlet was subject to icing issues in mixed-phase
conditions.
The TWP-minus-WVSS-II technique is the only method
that was capable of measuring the high bulk water con-
tents (several gm−3) found in the convective clouds on ﬂight
B667. Data from the Nevzorov qc sensor appeared to satu-
rate at a value of about 1gm−3 due to insufﬁcient electrical
power being supplied to the cone to enable it to melt and then
evaporate all of the captured ice particles, something that has
been observed in wind tunnel tests (Korolev et al., 2013a).
Whilst the integration of the PSD with an appropriate M–
D relation did result in qi estimates that were comparable
to the TWP-minus-WVSS-II method, an a priori assumption
of particle habit was required. For the convective clouds on
ﬂight B667, supercooled liquid drops, pristine ice particles
and larger, more heavily rimed graupel-type particles were
present in different regions of the cloud, and it was critical
to use the appropriate M–D relation to estimate qi from the
PSD. For cold convective cloud studies it is therefore highly
desirable to have a high bulk water content measurement ca-
pability, such as the TWP-minus-WVSS-II technique.
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In the lower-ice-water-content environments typically
found in cirrus clouds, we develop a new parametrisation
of the baseline drift for the Nevzorov qc sensor in order
to achieve a sensitivity of ±0.002gm−3 in qc (see Ap-
pendix A). All of the bulk measurement techniques capture
the same structure in qi within the cirrus and typically agree
to within a factor of 2 for qi > 0.02gm−3. Below this value,
the data from the TWP-minus-WVSS-II method are unreli-
able as the qi is comparable to the residual difference be-
tween data from the two instruments in clear air (see Ap-
pendix B). The Nevzorov and CVI data are in good agree-
ment for qi > 0.008gm−3, below which the CVI tends to
underestimate qi due to the fundamentally lower detectable
limit of the hygrometer (see Appendix C). Integration of the
PSD with a variety of temperature-invariant M–D relations
for ice from the literature gave good agreement with the Nev-
zorov measurement for qi > 0.02gm−3. At lower ice water
contents the PSD estimate of qi was signiﬁcantly overesti-
mated. In order to obtain better agreement between the PSD
and bulk measurements of qi for ﬂight B672, we derive two
different temperature-dependent M–D relations. These ei-
ther ﬁx the a or the b coefﬁcient in the M–D relation and al-
low the other to vary with temperature. Both result in a much
better match of the qi derived from the PSD across the range
of ice water contents and temperature measured during ﬂight
B672. We note that a temperature dependence of the M–
D relation has been observed in stratiform cirrus clouds by
other investigators (Heymsﬁeld et al., 2007, 2010; Schmitt
and Heymsﬁeld, 2010). This highlights the requirement to
make an a priori assumption about the M–D relation when
integrating the PSD data to estimate the qi. In order to test
these assumptions, a bulk measurement technique that is ca-
pable of measuring the range of ice water contents typically
found in cirrus clouds with sufﬁcient, accuracy such as the
Nevzorov probe, is required.
In boundary layer stratocumulus clouds we show an exam-
ple where both the Nevzorov qc sensor and the TWP-minus-
WVSS-II techniques are able to detect mixed-phase condi-
tions when compared to additional liquid water content mea-
surements. In parts of the mixed-phase region of the cloud
there were discrepancies between the two instruments mea-
surement of qc which may be attributable to the sample vol-
umes of the total water probe and the Nevzorov cone being
insufﬁcient to obtain a statistically signiﬁcant sample of the
largest ice particles and drizzle drops. Further examination
of data from additional ﬂights is required in future studies to
better understand this difference.
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Appendix A: Nevzorov baseline
The detailed operation of the Nevzorov probe is described
in Korolev et al. (1998). Brieﬂy, the reference sensor power
with heat loss due to forced convection is given by
Pr = αr(Tr −Ta), (A1)
where αr is the bulk convective heat transfer coefﬁcient and
is a function of the Nusselt number, thermal conductivity of
air and of the actual sensor shape. Tr is the temperature of the
reference sensor, and Ta is the air temperature.
The collector sensor power additionally includes the
power due to evaporation of the cloud water:
Pc = αc(Tc −Ta)+qcL∗SU, (A2)
where αc is the bulk convective heat transfer coefﬁcient for
the collector sensor, Tc is the temperature of the collector
sensor, S is the collector sample area, L∗ is the energy re-
quired to melt and then evaporate the condensed water, U is
the airspeed and qc is the cloud water content.
Since the reference and collector sensors are maintained at
the same temperature (Tr = Tc), the water content is given by
qc =
(Pc −KPr)
USL∗ , (A3)
where K is the ratio
K =
Pc, conv
Pr, conv
=
αc
αr
. (A4)
Pc, conv is the collector power, and Pr, conv is the reference
power, dissipated while in cloud-free air and containing only
the forced convective heat loss. The sensitivity of K to
changes in temperature, pressure and airspeed is much lower
than the bulk convective heat transfer coefﬁcients, but to
achieve the desired probe accuracy the K coefﬁcient is nor-
mally determined after signiﬁcant changes of airspeed and
altitude (setting K while in cloud-free air is equivalent to ze-
roing the baseline).
However, when the aircraft is in cloud for an extended pe-
riod of time with the aircraft attitude and environmental con-
ditions changing, the change in K limits the sensitivity to
∼ 0.01gm−3. Korolev et al. (1998) show the baseline drift
caused by the K sensitivity and conclude that changes in air-
speed and altitude are key parameters. In order to determine
how best to parametrise K, a series of aircraft manoeuvres
were carried out. During science measurements the aircraft
normally ﬂies at a ﬁxed indicated airspeed (IAS). This means
that as the altitude increases and both the pressure and tem-
perature decrease, the true airspeed (TAS) also changes.
The requirement is to parametrise K as a linear function of
known variables and to determine the validity range. A set of
ﬂight manoeuvres were, therefore, performed in order to sep-
arate the effects of airspeed, pressure and temperature. Each
Figure A1. The change in cloud-free collector to reference sen-
sor power during a number of straight and level runs. Panel (a)
shows the effect of airspeed (each line of symbols are for one run at
constant pressure, temperature and altitude, with only the airspeed
varying). Panel (b) shows the response to pressure after an airspeed
correction has been applied; panel (c) shows the response after ad-
ditional pressure correction. The three different colours represent
different cones.
setwascarriedoutwhileincloud-freeairinstraightandlevel
ﬂight such that the temperature and pressure were largely in-
variant (covering around 20 ﬂights). During the manoeuvres
the aircraft ﬂew at up to ﬁve different values of IAS. These
legs were then performed at a variety of altitudes. Figure A1a
shows the variation of K as a function of the inverse of IAS
for each of these sets of straight and level runs (K did not
vary linearly with TAS). The dark grey band represents the
typical range of airspeed during numerous ﬂights while at-
tempting to ﬂy at science speed. The light grey band also
includes transits and climbs while at best range speed, etc.,
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Figure A2. Data from ﬂight B672 which was mostly in cloud. In panel (a) the grey line is the measured ratio of collector to reference power,
and the purple line is the parametrised K. The red bars represent the times when in cloud-free air. Panel (b) shows the variation of 1/VIAS
(the red line) and LOG10(P) (the orange line) during the ﬂight. Panel (c) shows the baseline-corrected qc using the best-ﬁt parametrised K.
and, over this range, the gradients are similar so that the air-
speed dependence on K is
1K = 30.01(1/VIAS), (A5)
where VIAS has units ms−1.
It is straightforward to remove the effect of airspeed, leav-
ing the altitude or temperature dependence to be investigated
more easily, and Fig. A1b shows the variation of K as a func-
tion of pressure after the VIAS correction. The pressure de-
pendence on K is
1K = −0.291LOG10(P), (A6)
where the pressure P has units hPa. Figure A1c shows K af-
ter the airspeed and pressure corrections have been applied.
The different colours represent different cones which are not
allidentical.Thetwoparameters1/VIAS andLOG10(P)cap-
ture most of the variation of K, typically ±0.01 which corre-
sponds to a change in condensed-water content of ±0.0025
gm−3. Valid for all ﬂights, the change in K is
1K = aIAS1(1/VIAS)+aP1LOG10(P), (A7)
where aIAS = 30.0 and aP = −0.29 are the parametrisation
coefﬁcients.
To try and achieve better sensitivity, the coefﬁcients can be
determined on a ﬂight-by-ﬂight basis using all of the cloud-
free data. Figure A2a–c show data for ﬂight B672, which,
over a period of over 3h, slowly descended from 28000 to
6000ft, always in cloud. In panel a, the small red bars in-
dicate the cloud-free sections, and the grey line is the ra-
tio of collector to reference power, which includes bulk wa-
ter evaporation. Panel b shows the variation of airspeed and
pressure during the same time period. The parametrisation
coefﬁcients aIAS and aP are determined by numerical min-
imisation and the calculated K is shown by the purple line
in panel a. The parametrised K then gives the qc shown in
panel c. The structure in qc is because this ﬂight targeted a
region of cirrus where fall streaks were prevalent. Without
knowledge of how K varies while in cloud, the baseline of qc
in panel c would potentially have errors up to 0.01gm−3 (for
example, at 250min the baseline might be set at 0.01gm−3).
The question is how accurate the parametrised K during
extended in-cloud periods is. Figure A3 shows the variation
in K for two ﬂights which were all in cloud-free air and
where various speed changes and other aircraft manoeuvres
were carried out. The best-ﬁt parametrised K follows the ac-
tual measured K remarkably well. Inset into each panel are
histograms of the difference,
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Figure A3. Data from cloud-free ﬂights B666 (a) and B785 (b). The grey line is the measured ratio of collector to reference power, and the
purple line is the parametrised K. Inset are histograms of the difference between these variables. The effect of airspeed changes on K are
clearly seen as steps in panel (b) between times 130 and 200min.
Pc
Pr
−(aIAS1(1/VIAS)+aP1LOG10(P)), (A8)
with the equivalent change in qc on each top axis. The vari-
ation on qc ranges from ±0.0005 to ±0.0015gm−3 over 2–
3h.
Appendix B: Calibration of the total water probe
The output voltage from the Lyman-α absorption hygrome-
ter in the total water probe is a linear function of the water
vapour density at the sample pressure and temperature after
corrections for the absorption of oxygen have been applied
(Nicholls et al., 1990; Brown, 1993). In this study we cal-
ibrate the total water probe in clear-air segments of a ﬂight
against the qv measurement from the WVSS-II. Furthermore,
we account for the baseline drift of the total water probe dur-
ing a ﬂight by numerical minimisation of the clear-air differ-
encebetweenthetotalwaterprobeandWVSS-II.Duringthis
baseline procedure the total water probe data are smoothed to
be comparable to the 0.4Hz data rate of the WVSS-II. Whilst
the near-infrared tunable diode laser absorption hygrometer
used in the WVSS-II is much more stable over long periods
of time and therefore subject to less drift than the total water
probe (Vance et al., 2014), the baseline procedure will also
capture any such occurrence.
Figure B1 compares the calibrated total water probe data
against the WVSS-II measurement from 2.5h of clear-air
data during ﬂight B667. This includes data from a series of
proﬁles and from clear-air segments made during runs that
intercepted convective clouds between an altitude of 20m to
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Figure B1. Water vapour content from the total water probe and
ﬂush-mounted WVSS-II in clear-air conditions during ﬂight B667.
The dashed line is the 1 : 1 line. The inset panel shows a histogram
of the difference between the total water probe and WVSS-II mea-
surement.
7km, sampling a qv range of 0.03 to 5.9gm−3. The resid-
ual between the two instruments is shown with the inset his-
togram and has a 1σ value of 0.03gm−3. The other ﬂights
analysed in this paper have 1σ values of 0.02gm−3 from
3.5hof clear-airdata duringﬂight B668and 0.01gm−3 from
1h of clear-air data during ﬂight B672.
Appendix C: CVI operational details and processing
This appendix gives a detailed description of the measure-
ment of qc using the CVI inlet on the FAAM BAe-146,
including the production of a dry carrier air stream, the
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estimation of the Lyman-α hygrometer baseline and the sub-
sequent calculations. The limitations of the system are then
presented. The effects of the blunt tip geometry and lower
and upper cut size of the CVI are considered and sources of
error are discussed.
Cloud particles with sufﬁcient inertia to pass the stagna-
tion plane within the tip are introduced into a carrier air
stream where they evaporate. This dry, particle-free carrier
air stream is generated onboard the aircraft from cabin air us-
ing a high-efﬁciency particle ﬁlter and two Drierite desiccant
ﬁlled canisters. The dew point of the air produced is typically
less than −40 ◦C. This air is heated to 50 ◦C as it passes into
the porous section of the CVI inlet. The sample air is also
heated to 50 ◦C to aid evaporation of cloud particles, until
the point where the sample passes through the aircraft skin
into the cabin. The sample then begins to cool towards the
ambient cabin temperature. The temperature within the CVI
plumbing and hygrometer system is above 25 ◦C and usually
closer to 30 ◦C. This dry carrier air is also passed at ambient
cabin temperature to the reference channel of the hygrome-
ter. We account for a time lag in the CVI measurements due
to the time required to deliver the sampled air from the in-
let to the hygrometer by cross-correlation with the Nevzorov
measurements. This time lag is approximately 8s and is in
agreement with an estimated value calculated from the mea-
sured ﬂow velocities within the CVI plumbing.
C1 Calculating condensed-water content
The Lyman-α hygrometer responds to the optical depth of
absorbing material between the lamp and the detector. As
condensed water is evaporated into the sample air stream,
there is a difference between the optical depth of water
vapour in the sample and reference channels. The logarithm
of the ratio between the voltages from the sample channel,
VLyI, and the reference channel, VLyI0, can be related to
the ambient condensed-water content, qc, by taking account
of the enhancement factor of the inlet, EFcvi, environmen-
tal conditions and the dilution ﬂow rate. The qc (gm−3) is
derived as a function of the absorptance measured by the
Lyman-α hygrometer, ALy, by
qc =
 
KLyKenvALy

EFcvi
, (C1)
where
ALy = log10



VLyI/VLyI0

DRLy

. (C2)
The enhancement factor, EFcvi, is the factor by which the
cloud particle number concentration is increased for those
particles that are selected by the CVI inlet (Noone et al.,
1993). It is calculated in this study from the ratio between
the volume of air swept out by the tip and the mass ﬂow of
air into which the cloud particles are introduced within the
CVI. The typical values range from EFcvi = 30 at an alti-
tude of 8km to EFcvi ≈ 10 in the boundary layer. The vari-
able KLy =
 
10−6 ×MH2O

/
 
NA ×σH2O ×lpath

, where the
sample chamber path length lpath = 3.04cm, the absorption
cross section of the water molecule σH2O = 1.6×10−17 m−2
at a λLy = 121.567nm (Vatsa and Volpp, 2001), NA is Avo-
gadro’s number and MH2O is the molar mass of the water
molecule. Kenv accounts for the ratio between dilution ﬂow
and the sample ﬂow in the hygrometer and the increase in air
density within the CVI as compared to ambient conditions.
DRLy is deﬁned below.
C2 Dry-ratio baseline and limitations
Improved measurement of qc is possible if the time depen-
denceoftheperformancedriftofthehygrometeriswellchar-
acterised. Dry-ratio zero-checks are performed frequently,
typically more than 10 times during a 5h ﬂight. During
a zero-check the dry carrier air is diverted through both the
sample and reference channels of the instrument and the “dry
ratio” between the two detector outputs is recorded. Manual
intervention determines when the ﬂow has stabilised follow-
ing the switch over to carrier air and determines that both
chambers are sufﬁciently dry. These manually located dry-
ratio spot checks are linearly interpolated throughout a ﬂight.
The dry signal, DRLy, in Eq. (C2) can then be removed. It is
not possible to collect data whilst a zero-check is being un-
dertaken.
The upper and lower limits of measurable qc are deter-
mined by the instrument conﬁguration and local operating
conditions, such as sample ﬂow rates, dilution factor within
the hygrometer, true airspeed (i.e. enhancement factor) and
pressure. The gain of the detector ampliﬁers is adjusted pre-
ﬂight to allow for maximum dynamic range. Dilution ﬂow to
the hygrometer can be adjusted in ﬂight to give dilution fac-
torsonthesampleﬂowbetween10and50%.Theupperlimit
of humidity (i.e. optical depth within the sample chamber) is
determined by the lowest possible output of the sample de-
tector and ampliﬁer system. A minimum value of 200mV
with a safety margin of 50% is applied to account for uncer-
tainties in the National Instrument ampliﬁcation and digital
to analogue Converter hardware.
The lower limit is determined by the minimum detection
threshold for absorptance of the hygrometer. Zuber and Witt
(1987) estimate that the minimum value of absorptance that
this type of hygrometer can detect is ALy = 0.1. Figure C1
shows qi measured by the Nevzorov qc sensor against that
measured by the CVI for four cirrus ﬂights, shown by black
symbols. The data are then screened for three values of the
lower detection limit of absorptance: ALy = 0.05, 0.10, 0.15.
The lower limit of detection for the hygrometer in this con-
ﬁguration appears to be 0.10 ≤ ALy ≤ 0.15 as this is where
the comparison between qi measured by the Nevzorov and
CVI techniques is linear. This analysis gives conﬁdence in
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Figure C1. A comparison of 1Hz Nevzorov data and CVI qi
measurements taking the minimum detectable absorptance of the
Lyman-α hygrometer into account. The solid line is the 1 : 1 line
and the dashed lines represent a factor-of-2 difference between the
measurements. See text for details.
the ability of the Nevzorov at these low masses as there is
a physical basis for the departure between CVI and Nev-
zorov.
The determination of the dry ratio leads to one of the ma-
jor uncertainties within the system. The value of the dry ratio
typically increases by about 5% throughout a ﬂight. The ex-
act rate of change of the dry ratio between zero-checks is
unknown and so data are rejected if the ratio between the
measured signals at any time is less than 0.015 greater than
the estimated dry ratio at that time. Hysteresis is sometimes
observed on CVI qc measurements when sampling high wa-
ter mass concentrations (Heymsﬁeld et al., 2007). This was
not observed on the cirrus sampling ﬂights presented but is
likely to be a problem if this CVI is used in future to sample
cumulus clouds. Data are removed when the diagnostic pa-
rameters indicating lamp temperature and lamp light output
are outside operating limits.
The determination of part of the sample ﬂow that passes
through a critical oriﬁce is uncertain at higher altitudes as
the oriﬁce becomes subcritical due to a low-pressure drop
across it. It is possible to recover some of the data by using
other ﬂow sensors, but data become unusable when the pres-
sure within the CVI is below 375mb. Due to uncertainty in
the measured ﬂow rates used to determine the ﬂow balance of
the inlet, there are times when it is not possible to be sure that
the inlet is operating with an excess ﬂow out of the tip. The
tip geometry and the variability of the ﬂow measurements are
used to determine and screen for data where Lcvi is below the
minimum length that is physically possible, with a small er-
ror margin. Data are also rejected from times when noise and
spikes on the measured ﬂow signals would give an unknown
value for the water vapour concentration calculation.
C3 Cut size and blunt tip limitations
The CVI inlet was operated with the minimum achievable
cut size. The lower cut size, D50, of a CVI inlet is well de-
scribed by simple geometric theory, e.g. Noone et al. (1988),
as conﬁrmed by more detailed modelling studies, e.g. Lin
and Heintzenberg (1995). The blunt tip found on this inlet
leads to some uncertainty on the exact determination of Lcvi,
the distance between the upper stream stagnation plane and
the stagnation plane within the porous section. For the ﬂights
presented here the cut size is calculated with an upstream
ﬂow distortion constant Gr = 2.0 (Anderson et al., 1993).
The blunt tip used here is expected to negatively affect the
cut size performance of the inlet to some extent. The blunt
tip may also affect the cut sharpness, the rate at which the
collection efﬁciency rises to 1.0 above the D50 value. Laucks
and Twohy (1998) ﬁnd that 100% efﬁciency for droplet se-
lection with a sharp tip may not be reached until ≈ 100µm.
The effect is likely to be somewhat worse for a blunt tip.
However, given the range of ice crystals encountered during
the cirrus ﬂights, especially in terms of the mass distribu-
tion, the comparison between the CVI and other instruments
should be relatively independent of particle habit and size.
The inlet used on the BAe-146 has a shorter porous section
than the one considered by Laucks and Twohy (1998), and
this may actually act to increase the cut sharpness. The blunt
tip will lead to some uncertainty in the determination of qc
mass when a signiﬁcant part of the mass distribution is con-
tained in sizes at or just larger than the cut size of the inlet.
Clouds particles that are still larger than 50µm when they
reach a 90◦ bend in the sample pipe prior to passing through
the aircraft fuselage are likely to impact the pipe wall. Resid-
ual condensation nuclei may remain stuck to the walls and be
lost, but as the pipework is heated to 50 ◦C the moisture will
readily evaporate and be sampled. The temporal resolution
of the qc measurement may be reduced as this moisture takes
a ﬁnite amount of time to evaporate (Ström et al., 1994).
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